Evaluation of a commercial enzyme immunoassay kit for rotavirus detection.
A commercial enzyme immunoassay kit (Rotazyme) was compared to electron microscopy for the detection of rotavirus in stool specimens collected during diarrhea outbreaks at day care centers in Houston. EIA was more sensitive than EM and detected SA-11 rotavirus which titered 2.0 X 10(3) PFU/ml.